Absolute EPR spin echo and noise intensities.
EPR signal and noise, calculated from first principles, are compared with measured values of signal and noise on an S-band (ca. 2.7 GHz) EPR spectrometer for which all relevant gains and losses have been measured. Agreement is within the uncertainty of the calculations and the measurements. The calculational model that provided the good agreement is used to suggest approaches to optimizing spectrometer design.